Reproducibility of regional DEXA examinations of abdominal fat and lean tissue.

Tallroth, Kaj; Kettunen, Jyrki; Kujala, Urho

2013

https://doi.org/10.1159/000348238

All material supplied via JYX is protected by copyright and other intellectual property rights, and duplication or sale of all or part of any of the repository collections is not permitted, except that material may be duplicated by you for your research use or educational purposes in electronic or print form. You must obtain permission for any other use. Electronic or print copies may not be offered, whether for sale or otherwise to anyone who is not an authorised user.
Reproducibility of Regional DEXA Examinations of Abdominal Fat and Lean Tissue

Kaj Tallroth a Jyrki A. Kettunen a, b Urho M. Kujala c

a ORTON Orthopaedic Hospital, ORTON Foundation, b Arcada University of Applied Sciences, Helsinki, c Department of Health Sciences, University of Jyväskylä, Jyväskylä, Finland

Key Words
Obesity · DEXA · Abdominal fat · Abdominal muscles · Reproducibility

Abstract
Objective: The aim of this study was to develop and test the validity of a new repeatable method to delimit abdominal areas for follow-up of fat mass (FM) and lean tissue mass (LM) in DEXA examinations. Methods: 37 male volunteers underwent two DEXA examinations. Total body FM and LM measurements and corresponding abdominal measurements in a carefully defined region were calculated from the first scan. After repositioning of the subjects and a second scan, the delimited region was copied and the abdominal tissues re-calculated. Results: The mean LM of the abdominal area was 2.804 kg (SD 0.556), and the mean FM was 1.026 kg (SD 0.537). The intra-class correlation coefficient for the repeated abdominal LM, FM, and LM/FM ratio measurements was 0.99. The mean difference (bias) for the repeated abdominal LM measurements was –13 g (95% confidence interval (CI) –193.0 to 166.8), and for the repeated abdominal FM measurements it was –35 g (95% CI –178.9 to 108.5). Conclusions: The results indicate that regional DEXA is a sensitive method with excellent reproducibility in the measurements of the abdominal fat and lean tissues. The method may serve as a useful tool for evaluation and follow-up of various dietary and training programmes.

Introduction
In recent years, the prevalence of overweight and obesity has increased dramatically in both the industrialized and developing countries [1]. This worldwide epidemic of obesity will shortly lead to a situation in which the number of overfed individuals will surpass that of

Prof. Dr. Kaj Tallroth, Mellstenintie 17 8 14 02170 Espoo, Finland kaj.tallroth@fimnet.fi
malnourished individuals [2]. Obesity represents one of the five major health risks in modern societies [3], as it is associated with increased risk for morbidity from a great number of diseases [4].

Abdominal fat is composed of abdominal subcutaneous fat and intra-abdominal visceral fat. It has been stated that visceral adipose tissue is an endocrine organ and plays an important role in energy metabolism through different adipocytokines that have hormonal and inflammatory functions [5, 6]. Visceral fat accumulation has been shown to be associated with higher risk for coronary artery disease, blood pressure, metabolic syndrome, insulin resistance and low-grade inflammation [1, 4, 7–10].

Several anthropometric variables such as abdominal diameter, skinfold thickness, waist-to-height ratio, waist-to-hip ratio and waist circumference have been commonly used in large epidemiological studies as they are simple and inexpensive [11, 12]. BMI (in kg/m²) has become the by far most common indicator of obesity or being overweight, although it only describes the ratio between total body mass and height, and not body fat content.

DEXA is widely used for measurement of total body composition, bone mineral content (BMC), lean tissue mass (LM) and fat tissue mass (FM). In the total body composition measurement the radiation exposure is minimal, equivalent to 0.1 μGy [13]. This technique is frequently used in obesity-related research [14–17] and when evaluating the effect of surgery for obesity [17, 18]. Recent DEXA computer software can automatically calculate abdominal fat in regions according to bony anatomical landmarks [1, 13, 19, 20]. Regions on DEXA images may be set also with great accuracy manually [21]. This alternative method has been used in several analyses of abdominal fat studies [15, 22–24]. For follow-up studies of extremities and trunk, one can define a region of interest (ROI) in one examination and then copy it to a later examination of the same subject [25, 26].

In longitudinal obesity prevention investigations, it is crucial to have a simple method to estimate accumulation of abdominal fat as this is strongly related to the development of metabolic complications and increased cardio-metabolic risk. Hence, our working aim was to develop and test a novel repeatable method to delimit an abdominal area for regional follow-up DEXA measurements. The specific aim of the present study was to assess the repeatability and validity of DEXA scanning for abdominal fat and lean tissue measurements.

**Subjects and Methods**

We analysed two repeated DEXA scans of 37 healthy male volunteers and estimated total body composition and regional tissue composition in a well-defined abdominal area. The study was carried out at ORTON Orthopaedic Hospital, Helsinki. The aim of the study was explained to the participants, and their written consent to participation was obtained. The Ethics Committee of the Hospital District of Helsinki and Uusimaa approved the study protocol.

**DEXA Examinations**

For the DEXA examinations, a narrow fan-beam Lunar Prodigy densitometer (GE Lunar Corporation, Madison, WI, USA) was used. This scanner incorporates a constant potential X-ray source at 76 kV and a K-edge filter (cerium) to achieve a congruent beam of stable dual-energy radiation, 38 keV and 70 keV. The total body scanning time was 6–7 min. As the X-ray beam passes through the subject, the beam undergoes attenuation by the tissues. The Lunar Prodigy software version 8.80 uses a series of complex algorithms to calculate bone density, bone mass, LM and FM in the total body and for anatomical regions. According to the manufacturer’s instructions, the recommended weekly calibrations of the DEXA scanner with different phantoms were performed daily to enhance the reproducibility and stability of the data.

For this study, two total body composition DEXA scans were performed on each participant. After the first scanning in the supine position, the subjects were asked to stand up and then to lie down again to be repositioned for the second repeat scan. An experienced radiology technologist, specially trained for these
examinations, performed the DEXA examinations. For total body and extremity composition measurements we have earlier reported excellent repeatability [21]. In this present study we manually set a ROI in the first scan for the regional measurements of the abdomen. The ROI was delimited on the basis of bony landmarks, cranially by the upper end plate of the first lumbar vertebra, laterally by the ribs at this level and caudally by the pelvis (fig. 1). After calculation of the tissue composition of the abdomen the ROI was copied with the compare feature method [25, 27] to the second scan of the same individual for measurements from this examination, and for the comparison and repeatability calculations of the two examinations. An experienced musculoskeletal radiologist, KT, did all the ROI settings.

The regional composition of the abdomen for each subject was calculated automatically by the DEXA scanner. The results were reported as kilograms for LM and FM. BMD was measured in g/cm². The percentage ratio of fat, muscle and bone was calculated for every subject in the two examinations.

Statistical Analysis

Reliability of the measurements was evaluated by calculating the intra-class correlation coefficient (ICC) [28] with a one-way random model. The calculations of the standard deviation (SD) of the measurement errors between repeated measurements were based on the analysis of variance. We also analysed the agreement between the repeated measurements of LM and FM with the Bland-Altman method [9]. In figures 2 and 3, the solid line represents the mean of the difference (bias) in the repeated measurements, and the dashed lines represent the 95% confidence intervals (CI) for the mean difference. The analyses were performed using the Statistical Package for the Social Sciences 17.0 (Norusis/SPSS, Inc., Chicago, IL, USA).
Fig. 2. Differences against mean for lean mass measurements of the abdomen with manually set regions in two subsequent scans in supine position in 37 individuals.

Fig. 3. Differences against mean for fat mass measurements of the abdomen with manually set regions in two subsequent scans in supine position in 37 individuals.
Results

Repeated DEXA scans of 37 healthy Finnish men were included in this study. The age of the subjects ranged from 22 to 61 years (mean age 45.1 years), and the mean BMI ranged from 17.8 to 33.9 kg/m² (mean 26.2 kg/m²) at the time of the examinations.

Table 1 shows the LM and FM tissue values for the first total body scanning and the mean for both DEXA measurements of the abdominal region. The SD of the measurement error between repeated LM measurements was 56.7 g and the corresponding SD between FM measurements was 64.5 g. The ICCs for the repeated abdominal LM, FM and for the LM/FM ratio measurements were excellent. The mean differences and the limits of the agreements between the repeated measurements of tissues of the abdominal region are shown in figures 2 and 3. In three of the subjects the difference between the repeated LM and FM measurements was outside the 95% CI.

The mean relative whole body fat composition in our subjects was 23.3%, and on average 5.2% of the whole body FM was located in the abdominal area, according to our measurements. The correlation (Pearson's correlation coefficient, r) between BMI and whole body fat composition was 0.69 (p < 0.001). Moreover, the correlation between whole body FM (kg) and abdominal region FM (kg) was 0.88 (p < 0.001).

Discussion

Due to the increasing worldwide occurrence of obesity and resulting medical complications, methods of monitoring body fat, and especially abdominal fat, are important. In several studies it has been stated that the DEXA methodology can determine total body LM and FM with small precision error and good reproducibility. The total body precision errors have been as low as below 1.5% for FM and 1.5% for LM [13, 21, 30]. DEXA offers quickness of scan (only 6–7 min for total body assessment) and clinical convenience, and involves a minimal radiation dose [13].

The most common way to treat obese people is to encourage them to reduce their total body weight by increasing their physical activity and modifying their eating habits. Several DEXA studies have shown that by strength training it is also possible to effectively and signifi-
icantly reduce fat mass in specific regions such as the trunk [23, 26, 31, 32] and at the same time increase lean tissue mass [23, 24, 26, 31].

Many of the regional abdominal DEXA studies have used ROIs defined automatically by the scanner’s software with various accuracies. Hetland et al. [19] reported precision errors for 11 subjects measured twice approximately 1 week apart: FM 0.012–0.069 kg, LM 0.051–0.13 kg. Mazess and co-workers [13] found slightly higher precision errors in regional measurements than in total body measurements. In a clinical heart study with DEXA evaluation of truncal fat and lean mass, Bestetti et al. [1] assessed the coefficient of variation of the scanner as <1% for measures obtained in vivo. Manually delineated regions of the abdomen have been reported in the studies of Jensen et al. [22], Ferreira et al. [15] and Fleck et al. [24], although without information about the precision of the DEXA examinations.

Both Hologic (Bedford, MA, USA) and Lunar have introduced a compare feature into the software that allows analyses of repeated scans by comparison with the original scan. An area is defined manually on one examination and then copied and manually placed on another DEXA image of another examination of the same individual. This compare feature has been used with a Hologic scanner by Chilibeck et al. [33] in analyses of the precision of regional LM and FM measurements. The DEXA examinations were performed on a group of 21 women but on different occasions. They concluded that the method error of the abdominal measurements expressed as a coefficient of variation (CV) was 2.0% for LM and 4.4% for FM. The reproducibility of this method on trunk FM and LM measurements has not previously been studied with the use of a Lunar Prodigy scanner.

Our findings, obtained in a group of healthy men, showed that it is possible to copy a specific manually defined abdominal area from one DEXA examination to another with great precision. This in turn made it possible to evaluate values for abdominal FT and LM with excellent reproducibility in repeat examinations. In general, there was a relatively good correlation with the FM of the marked-off area and total body fat. However, we observed in some cases that regional measurements can distinguish between superfluous abdominal FM and general overweight which is not possible with BMI or weight measurements. We have also observed a high BMI while abdominal FM has been scarce, indicating that the high BMI can be due to high muscle mass. In studies comparing BMI and DEXA indexes of FM and LM, DEXA-derived measures have been better predictors of cardio-vascular and diabetes risk factors [34, 35] and superior to BMI to identify alterations in FM associated with changes of lifestyle in early adulthood [36].

For this study we designed a ratio (LM/FM) based on the abdominal LM and FM values which both showed excellent accuracy in the measurements. This ratio, like most ratios, is affected by both components. In the follow-up of individuals undergoing for example rehabilitation of low back problems, including abdominal and paraspinal muscle training concurrent with a strict diet, it is presumable that the muscle mass increase and the fat reduction additively affect the ratio. In our repeated measurements the ratio demonstrated excellent reproducibility.

There are some limitations of our study that need to be mentioned. Our subjects, by necessity, consisted of a convenient sample of hospital employees and may not be representative for the general population. All subjects were healthy white adult males of normal weight. A change in body shape affects the contact area on the table and may influence the scan results. In very obese subjects in particular, an abdominal skinfold may move or a pot belly may roll to the side. Due to the small sample size, the statistical power to study this phenomenon in more detail was not available. Also DEXA measurements include some limitations. Sood et al. [37] have pointed out that DEXA-assessed LM is not entirely fat-free because there is small amount of metabolically active ectopic fat in the skeletal muscles and viscera. Furthermore, the water content of LM may vary which DEXA software does not
register. These aspects had no significance in the present study in which the repeat scans were performed during the same session. In future, these aspects can be evaluated by magnetic resonance spectroscopy.

In conclusion, there is an increasing need to accurately measure abdominal adipose tissue because of the association between increased abdominal fat and health risks. The results of the present study indicate that a regional DEXA of the abdomen is a sensitive method with excellent reproducibility for the determination of small changes in fat and lean tissue. Although this novel method seems to be suitable for the evaluation and follow-up of various dietary and training programmes aimed at decreasing weight and strengthening the abdominal muscles, further studies are needed to investigate the precision of this method in severely obese population.

Disclosure Statement

The authors declared no conflicts of interest.

References


